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Positron range limits the spatial resolution of PET images and has a different effect for different isotopes
and positron propagation materials. Therefore it is important to consider it during image reconstruction,
in order to obtain optimal image quality. Positron range distributions for most common isotopes used in
PET in different materials were computed using the Monte Carlo simulations with PeneloPET. The range
profileswere introduced into the 3DOSEM image reconstruction software FIRST and employed to blur the
image either in the forward projection or in the forward andbackwardprojection. The blurring introduced
takes into account the different materials in which the positron propagates. Information on these
materials may be obtained, for instance, from a segmentation of a CT image. The results of introducing
positron blurring in both forward and backward projection operations was compared to using it only
during forward projection. Further, the effect of different shapes of positron range profile in the quality of
the reconstructed images with positron range correction was studied. For high positron energy isotopes,
the reconstructed images show significant improvement in spatial resolution when positron range is
taken into account during reconstruction, compared to reconstructionswithout positron rangemodeling.1. Introduction
The range of positrons in tissue is an important limitation to the
spatial resolution achievable in 3D PET [1]. Recent developments in
the detector technology have reduced crystal size and now there are
small animal PET scannerswith near 1 mmspatial resolution, such as
the ARGUS [2]. This resolution is comparable to the positron range
of some commonly used isotopes, such as 68Ga (2 mm) or 82Rb
(4 mm) [3]. Positron range appears as a blurring of the recon
structed image. Basedonmeasuredpositron range functions,Derenzo
[4] proposed a method to remove the blurring in the reconstructed
images in FBP. Recently, newmethods to remove positron range have
been developed using MAP during reconstruction [5,6].
Positron range in water has been measured experimentally for
several medically important isotopes [7]. Monte Carlo simulations
may help in estimating positron range and its effect on image quality
[1,3]. In a previous work [8], we simulated positron interactions and
annihilation with the PeneloPET code [9].
In a non homogeneous media, the blurring due to positron
range is spatially variant depending on the variations in absorber
media, given a different blurring that depends on the properties of
the local media in which the positron is propagated. These proper
ties can be obtained from a CT image [10].: +34 913 945 193.
Gonza´lez).In this work we account for the material dependent positron
range by modeling its effects during the 3D OSEM reconstruction
[11], taking into account the material in which the positron is
emitted, obtained for instance from a CT image.2. Materials and methods
2.1. Positron range simulations
We used PeneloPET for simulating positron range. PeneloPET
may simulate positron trajectory and initial energy for each positron
coming from the decay process. This leads to accurate results. We
chose 68Ga as the isotope for the tests, as it has a positron range large
enough compared to the resolution of the scanner.
2.2. Image reconstruction with material dependent positron range
blurring
Positron range correction can be introduced into the iterative
image reconstruction in two different ways: Introducing the effect of positron range in the System Response
Matrix (SRM). This can be done using a factored system model
where different positron range blurrings can be used by means
of a realistic simulation that includes all the main physical1
effects into account [11] or by obtaining the SRM from point
source measurements [12].Fig. 1. Resolution–noise curves obtained for the IQ phantom filled with 68Ga and
reconstructed using 3D OSEM with and without range corrections. Each point
corresponds to 10 image updates.Using the positron range profiles obtained from Monte Carlo
simulations as an additional blurring applied to the object. In
this case, the SRM should not incorporate positron range effects.
This work shows the results of the second method, as it allows
for adapting the blurring to the local properties of the object
(electronic density, effective Z) in which positrons are emitted. The
SRM was simulated with PeneloPET [9] without positron range
effects but with considering all other physical effects like non
colinearity or inter crystal scatter. Following a similar approach as
in Ref. [13] the positron range corrected OSEM (PR OSEM) algo
rithm used in this work reads:
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where ~xjis the object blurred by positron range that it is forward
projected. ~xj is obtained by a convolution of the initial object with a
blurring function r(j) corresponding to the positron range profile of
the isotope source present at voxel j and the material in that voxel.
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As it can be noticed, a miss matched projector/backprojector
pair is used in Eq. (1). Indeed, positron range blurring is only taken
into account in the projection operation. This approach has been
used in several works [14,15] where it is shown that good
reconstructed images canbe attainedwith fullmodeling of blurring
effects during the projection step, whereas a simplifiedmodeling is
employed into the backprojector.
2.3. PeneloPET simulations of several IQ phantom acquisitions
In order tomeasure the effects of the positron range in the image
quality, acquisitions of an IQ phantom according to NEMA protocol
[16] filledwith different isotopes have been simulated in thiswork.
This phantom is made of polymethylmethacrylate (PMMA) with
50 mm length and 30 mmdiameter. Themain body of the phantom
is composed of a fillable cylindrical chamber with 30 mmdiameter
and 30 mm length (uniform region). The remaining 20 mm of the
total length is a solid bodywith 5 fillable rods of 1, 2, 3, 4 and 5 mm
diameters (at 7 mm from the center). At the end of the uniform
region there is one cold region chamber and other hot region
chamber. These chambers are composed of hollow cylinders with
15 mm length and 10 mm external diameter.
In order tomeasure the quality of our reconstructed images, we
compared the spatial resolution and recovery coefficient [17] (RC)
variation against noise of the image. Spatial resolution has been
estimated as the average FWHM of the Gaussian fits to derivatives
of radials profiles across the 2, 3, 4 and 5 mm diameter line sources
of the IQ phantom. RC has been calculated from the number of
counts obtained in the reconstruction for a Region of Interest (ROI)
drawn inside the 3 mm in diameter line source, divided by number
of counts of a cylindrical ROI taken in the uniform region of the
phantom. Finally, noise in the imagehas been estimated as the ratio
of the standard deviation of counts in each voxel of a cylindrical ROI
taken in the uniform region of the phantom, and the total counts in
this ROI.
In order to measure the effect in the quality of the images of
positron range in different materials, we have simulated the
following phantom (bone water phantom): A cylinder of 5 cm of
diameter and 5 cm length centered in the FOV, filled with water. It
contains a 1 cm off centered rod of bone material, 1 cm diameter
and the same length as the cylinder. Two line sources with lowactivity and 1 mm of diameter were simulated, placed at (1, 0,
0) cm inside water and at ( 1, 0, 0) cm inside bone, respectively.
The reconstruction was performed with FIRST after 100 image
updates (2 iterations of 50 subsets each of them).
The simulations are chosen to represent the ARGUS small
animal PET scanner. The simulated acquisitions have been recon
structed with FIRST, a 3D OSEM procedure [11], with and without
positron range modeling. Reconstruction parameters were as
follows: Reconstructionmethod: FIRST, based on3DOSEManda realistic
system response matrix. Image updates: 200 (20 iterations of 10 subsets each of them). A
high number of iterations is chosen in order to have many
intermediate images to assess image quality evolution. Energy window: 400 700 keV.
 Number of voxels: 17517561 voxels.
 Voxel size: 0.3890.3890.775 mm3.
3. Results and discussion
3.1. Results obtained with NEMA IQ phantom
Figs. 1 and 2 show a comparison between the resolution and RC
versus noise obtained for a reconstruction, including the positron
blurring in both forward and backprojection operations (dark blue
curves), and when positron range is only included during forward
projection (green curves). We can see that the use of positron
blurring during backprojection just smoothes out the recon
structed image, and the appearance of high resolution details in
the image is delayed to larger number of image updates. Other than
this, the resolution versus noise curves are nearly identical, given
approximately the same resolution andRCvalues for the same level
of noise in both cases.
These figures also show a comparison between the results
obtained with the 3D OSEM reconstruction, which takes into
account the correct positron range blurring, i.e., the same range
employedduring the PeneloPET simulation and reconstructionwith
erroneous positron range profiles, corresponding to a maximum
energy of positrons that is 750% of the one corresponding to the
maximum energy of correct profile. These curves are shown in light
blue anddark colors. This comparisonwouldallowus to assesswhat
is the accuracy needed in the positron blurring determination, as2
Fig. 2. RC–noise curves obtained for the 3 mm rod IQ phantom filled with 68Ga and
reconstructed using 3D OSEM with and without range corrections. Each point
corresponds to 10 image updates.
Fig. 3. Density map of simulated phantom along with the image of two 68Ga line
sources in bone and water after 3D OSEM reconstruction without range correction
(A), with uniform range correction (B) and with material-dependent range correc-
tion (C). Images and profiles are compared at 10% noise. Panel D shows count line
profiles along sources.positron range has not been very well determined for high energy
positron ranges.
The results obtained suggest that the use of erroneous positron
range profiles with an error of 750% has a significant effect on the
quality of the reconstructed images. Comparing images with the
same noise level, under corrected images ( 50% dark curves) have
worst resolution and RC values than the curves corresponding to
correct profiles (dark blue curves). On the other hand, although
resolution and RC seem to be better in over corrected images (light
blue curves) than in the correct ones (dark blue curves) inspection
of the images shows that they have large ringing artifacts andproduce very narrow line sources, narrower than the actual line
sources. This is due to the over correction for range blurring.
Although it is not shown in thesefigures,wehave also compared
the effect of range corrections that are 710% of the ones obtained
in the simulation and found that the effect on the noise resolution
or RC curves is very similar to the ones where the correct positron
range is employed. This means that for scanners with intrinsic
resolution of the order of 1 mm, positron range profiles should be
known down to 0.1 0.2 mm.
3.2. Material dependent positron range correction
Fig. 3 shows the images reconstructed of the bone water
phantomfilledwith 68Ga. In thefirst case,without range correction,
the reconstructed size of the 68Ga line sources in water is larger
than in bone, which causes a visible difference in the respective
heights of the activity profiles in bone and water. If we perform
uniform positron range correction (taken the positron range
profiles in water only) the line source placed in the bone region
is over corrected, which shows a very high peak of the activity
profiles. Whenmaterial dependent positron range is modeled into
the reconstruction, similar apparent sizes for the line sources and
identical height of the activity profiles are obtained for annihila
tions in the two materials.4. Conclusions The approach proposed in this work improves significantly the
quality of the reconstructed images, rendering range corrected
images for large positron range isotopes, like 68Ga, practical and
useful. For instance a spatial resolution down to around 1.8 mm
can be obtainedwith range correction versus 2.5 mmwithout it. The use of positron blurring in the backprojection just causes
the iterative algorithm to converge more slowly, but otherwise
similar images are obtained. The use of erroneous positron range profiles (750%of error) has
a significant effect on the quality of reconstructed images: infra
corrected images with lower RC and resolution values or not
valid over corrected images, with large ringing artifacts and too
narrow line sources. On the other hand, for the scanner and
isotope combination reviewed here, a 710% difference in the
positron range employed for acquisition simulation and image
reconstruction has a negligible effect on the reconstructed
images. The use of material dependent positron range correction yields
better image quality in heterogeneousmedium, giving a similar
apparent size and peak height of activity profiles for line sources
in different media.Acknowledgment
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